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lifetime limited
warranty

Your Drive branded product is warrantied to be 
free of defects in materials and workmanship for 
the lifetime of the product for the original con-
sumer purchaser.

This device was built to exacting standards and 
carefully inspected prior to shipment. This Lifetime 
Limited Warranty is an expression of our confi-
dence in the materials and workmanship of our 
products and our assurance to the consumer of 
years of dependable service. 

This warranty does not cover device failure 
due to owner misuse or negligence, or normal 
wear and tear. The warranty does not extend to  
non-durable components, such as rubber  
accessories, casters, and grips, which are subject 
to normal wear and need periodic replacement. 

If you have a question about your Drive device or 
this warranty, please contact an authorized Drive 
dealer.

EU Authorized Representative 
Drive International, LLC
Globe Lane - Stockport
DUKINFIELD SK16 4RE, GB
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mounting instructions

READ INSTRUCTIONS CAREFULLY  
BEFORE INSTALLING.

1.  Align fixed clamp jaw in front of bed  
 frame rail as shown in Figure 1.
2.  Align movable clamp jaw on top of 
 bed frame rail, and turn knob  
 clockwise until clamp is tight,  
 securing safety rail to bed frame rail.

figure 1

CORRECT

When installing bed rail, only place one (1) 
rail on bed per side.

INCORRECT

DO NOT place 2 bed rails on the same 
side of the bed as shown above.

- WARNING - 
INCORRECT MOUNTING MAY 

CAUSE INJURY OR DEATH
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